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1. INTRODUCTION 

Proteins, rather than genes, are the principal functional molecules within cells, acting 

as enzymes, structural components, signaling mediators, and therapeutic targets. 

Consequently, comprehensive characterization of the proteome is essential for understanding 

biological processes and disease mechanisms. In clinical pathology, immunohistochemistry 

(IHC) remains the gold standard for protein-level analysis because of its ability to localize 

proteins within tissue architecture. However, IHC is inherently limited by its dependence on 

highly specific and validated antibodies, restricting analyses to predefined targets and reducing 

its suitability for discovery-driven investigations. Additional limitations include a relatively 

narrow dynamic range, sensitivity to variable and often limited sample input, and limited 

capacity to distinguish between protein isoforms with distinct biological and clinical 

significance. 

 

1.1. Proteomics investigation of tissue samples 

Proteomic investigations can be performed using both biofluids and tissue specimens. 

While biofluid-based proteomics is widely used for biomarker discovery and disease 

monitoring, tissue-based proteomics provides important spatial and cellular context that 

cannot be obtained from biofluids alone. Tissue specimens are commonly preserved either as 

fresh-frozen (FrFr) or formalin fixed and paraffine embedded (FFPE) samples. FrFr tissues are 

generally regarded as the gold standard for proteomic analyses because of their superior 

preservation of protein integrity. However, their widespread use is limited by the logistical and 

financial demands associated with long-term cold-chain storage. In contrast, FFPE tissues 

constitute the largest repository of preserved human biological material worldwide, 

encompassing billions of archived specimens stored in pathology departments and biobanks. 

These collections are frequently linked to extensive longitudinal clinical data, making them an 

invaluable resource for retrospective and translational research. 

 

1.1.1. FFPE dissection strategies  
FFPE proteomic workflows can be performed using either tissue scrolls collected 

directly from FFPE blocks or tissue sections mounted on microscope slides. Slide-based 
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sampling strategies include bulk tissue scraping, manual macrodissection (MMD), manual 

microdissection (MMi), laser capture microdissection (LCM), and expression microdissection 

(xMD). Among these approaches, MMD is performed without the use of a microscope or 

specialized instrumentation, whereas MMi and LCM enable more precise isolation of defined 

tissue regions. Despite its lower spatial resolution compared with microdissection-based 

methods, MMD remains one of the most widely adopted tissue sampling strategies in clinical 

proteomics and oncology research due to its simplicity, low cost, and compatibility with routine 

pathology workflows. 

 

1.1.2. Mass Spectrometry-Based Proteomics of FFPE samples 

Mass spectrometry-based proteomics has emerged as a powerful and unbiased 

alternative for large-scale protein characterization, with broad applications across life sciences 

and clinical research. Among these approaches, liquid chromatography-tandem mass 

spectrometry (LC-MS/MS)-based proteomics has become a fundamental analytical platform 

for the comprehensive analysis of proteins in complex biological systems.  

Most LC-MS/MS proteomic studies employ a bottom-up strategy, in which proteins are 

enzymatically digested into peptides, which are subsequently identified and quantified to infer 

the original protein composition of a sample. Because peptide sequence coverage is typically 

incomplete, proteins are assembled into protein groups (PGs) based on shared peptide 

evidence. Conventionally, a protein group is considered confidently identified when supported 

by at least two or more unique peptides. Although this criterion improves identification 

confidence, it may also reduce proteome depth by excluding proteins represented by fewer 

unique peptides, an approach that utilizes the so-called proteotypic peptides, that are specific 

to the proteins.  

Despite the considerable value of FFPE tissue archives, their application in LC-MS/MS-

based proteomics remains technically challenging because formalin fixation induces extensive 

protein crosslinking reactions. Formaldehyde primarily reacts with ε-amino groups of lysine 

residues and N-terminal amino groups to form methylol adducts. These intermediates can 

subsequently undergo dehydration to generate Schiff bases, which may further participate in 
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reactions involving amino acid residues such as arginine, asparagine, glutamine, histidine, 

tryptophan, and tyrosine. However, the predominant crosslinking pathway proceeds through 

methylol intermediates, ultimately resulting in the formation of stable methylene bridges. 

These covalent modifications reduce protein solubility, hinder protease accessibility, 

and impair enzymatic digestion efficiency, thereby limiting peptide recovery and protein 

identification. In addition, paraffin embedding introduces the need for effective 

deparaffinization prior to protein extraction. Consequently, successful FFPE LC-MS/MS-based 

proteomics workflows require optimized strategies for deparaffinization, reversal of formalin-

induced crosslinks, protein extraction, and enzymatic digestion to enable efficient downstream 

analysis. 

 

1.1.3 Deparaffinization 
Traditional deparaffinization methods rely on organic solvents, most commonly xylene, 

followed by graded ethanol washes for tissue rehydration. Xylene remains the most widely 

used deparaffinization agent due to its rapid action and cost-effectiveness. However, it is a 

harsh solvent, and exposure is associated with adverse health effects, including headaches, 

dizziness, nausea, and irritation of the eyes and respiratory tract. 

In response to these limitations, solvent-free or “green chemistry” deparaffinization 

strategies have been proposed to simplify workflows and reduce chemical exposure. These 

approaches include hot water-based methods, projected hot air deparaffinization, oven-based 

techniques, as well as the use of alternative reagents such as coconut and turpentine oil. 

 

1.1.4 Reversal of formalin-induced crosslinks 
Crosslink reversal and protein extraction from FFPE tissues can be achieved through a 

chemical de-crosslinker such as hydroxylamine under mild conditions, or more commonly 

thought the application of thermal energy (typically 95-120 °C) in combination with optimized 

buffer systems, a process known as heat-induced antigen retrieval (HIAR), originally developed 

for immunohistochemistry. Efficient protein solubilization during this process requires the use 

of detergents and chaotropic agents, which play a critical role in disrupting protein-protein 

interactions, unfold proteins, and enhancing extraction efficiency. Among chaotropic agents, 
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urea is widely used because it effectively denatures proteins while remaining compatible with 

trypsin digestion at sufficiently low concentrations. Furthermore, urea can be readily removed 

during peptide desalting prior to LC-MS/MS analysis. Commonly employed strong detergents 

include sodium dodecyl sulfate (SDS), sodium deoxycholate (SDC) and sodium laurate (SL). SDC 

and SL offer the advantage of being compatible with proteolytic digestion and can be easily 

removed by acid precipitation prior to LC-MS/MS analysis. In contrast, although SDS is 

inexpensive, it is incompatible with downstream LC-MS/MS analysis and necessitate additional 

cleanup procedures, such as protein precipitation or filter-based buffer exchange, which can 

introduce sample loss, particularly in low-input settings. 

These challenges can be partially mitigated by non-detergent alternatives, or through 

the use of mass spectrometry-compatible surfactants, such as RapiGest and PPS Silent 

Surfactant, which are designed to degrade under mild acidic conditions prior to LC-MS/MS 

analysis. This property enables efficient protein solubilization while eliminating the need for 

additional cleanup steps, thereby reducing sample loss and improving workflow suitability for 

low-input applications. 

 

1.1.5 Enzymatic digestion 
LC-MS/MS-based proteomics relies on the analysis of peptides typically ranging from 7 

to 30 amino acids in length, which are generated through proteolytic digestion of proteins. 

Trypsin is the most commonly used protease due to its high specificity, cleaving at the C-

terminus of lysine and arginine residues, except when followed by proline. In FFPE tissues, 

however, formalin-induced crosslinking and chemical modifications can adversely affect 

proteolytic efficiency. Although many crosslinks are reversible, certain amino acid residues, 

particularly lysine, may remain chemically modified, for example through methylation. These 

modifications can hinder trypsin cleavage, resulting in incomplete digestion and the generation 

of peptides outside the optimal size range for LC-MS/MS analysis. 

Consequently, the reduced availability of detectable peptide precursors negatively 

impacts protein identification, scoring, and overall analytical reliability. The use of alternative 

or complementary proteases with different cleavage specificities may partially alleviate this 

limitation; however, such approaches would increase sample and data complexity and can 
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introduce additional challenges in data analysis. As a result, extended digestion times, typically 

overnight or longer, are often required to improve digestion efficiency. Alternatively, 

accelerated digestion strategies, such as those employing adaptive focused acoustics (AFA), 

have been developed, although these approaches may involve increased cost and specialized 

instrumentation. 

Despite ongoing methodological developments, the absence of standardized 

workflows, extended processing times, and variability in protocol performance remain major 

barriers to reproducibility and clinical implementation. These limitations contribute to the 

current lack of FFPE-based proteomic diagnostic assays in routine clinical practice. 

 

1.2. Data acquisition, analysis and interpretation 

1.2.1. Data acquisition 
Data acquisition strategies in mass spectrometry-based proteomics differ in the 

sequence of precursor and fragment ion scans, as well as in the manner by which analytes are 

selected for fragmentation. These strategies are broadly classified into two categories: data-

dependent acquisition (DDA) and data independent acquisition (DIA). In DDA, the instrument 

selectively fragments the most abundant precursor ions detected during the MS1 scan. 

Because ions are selected as they are observed, this strategy is inherently biased toward high-

abundance species and can result in stochastic precursor selection, reducing reproducibility 

between analyses. In contrast, DIA systematically fragments all precursor ions within 

predefined mass-to-charge windows regardless of their observed abundance. This 

comprehensive sampling strategy improves reproducibility and quantitative completeness. 

A widely adopted DIA implementation is Sequential Window Acquisition of All 

Theoretical Mass Spectra (SWATH), in which consecutive precursor isolation windows are 

fragmented across the full mass range. Other DIA variants include MSE, Precursor Acquisition 

Independent From Ion Count (PAcIFIC), and all-ion fragmentation (AIF). 

 

1.2.2. Data analysis 
A wide range of bioinformatics tools has been developed for the analysis of DDA data 

and the assessment of peptide and protein identification quality. The analysis of DIA data 
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presents additional computational challenges due to the highly multiplexed nature of the 

acquired MS/MS spectra, in which fragment ions originating from multiple co-isolated 

precursor ions are recorded simultaneously. Consequently, specialized computational 

approaches have been developed to interpret DIA datasets. These approaches can be broadly 

categorized as peptide-centric and spectrum-centric. Recent advances in DIA data analysis 

have increasingly combined peptide-centric and spectrum-centric strategies, integrating 

spectral library searching with library-free database searching and machine learning-based 

prediction of peptide properties to improve identification coverage and quantitative 

performance.    

Consequently, the widespread adoption of DIA has shifted key analytical challenges 

from data acquisition toward data processing and interpretation. To address this complexity, a 

range of computational tools, including Spectronaut, ScaffoldDIA (Proteome Software), and 

EncyclopeDIA, have been developed with DIA-NN emerging as one of the most widely used 

and high-performing solutions. 

1.2.2.1. Data analysis of DIA data using DIA-NN software 
DIA-NN employs machine learning and deep neural networks to enhance peptide 

identification and quantification accuracy by integrating multiple scoring features derived from 

precursor and fragment ion signals and applying target-decoy strategies for false discovery rate 

control. Despite these advances, filtering low-confidence identifications and quantitative 

values remains a critical step when analyzing complex proteomic datasets. DIA-NN generates 

its primary output in a compact, compressed .parquet format, which requires specialized tools, 

typically in R or Python with packages such as PyArrow modules for downstream processing. 

R-based solutions can represent powerful and, in some cases, more streamlined alternatives. 

However, their effective implementation generally requires proficiency in R, and fully script-

based environments may increase the risk of misconfiguration or unintended analytical errors 

for non-programming users.  R-based solutions such as MSDAP and DIAgiu primarily focus on 

quantitative statistics and provide limited support for integrated evaluation of identification 

performance. Consequently, some users continue to prefer earlier versions of DIA-NN that 

provided.tsv outputs compatible with standard spreadsheet software. Manual filtering 

approaches, however, are labor-intensive, time-consuming, and prone to user bias and error. 
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Therefore, there is a clear need for solutions that retain the advanced capabilities of modern 

DIA-NN versions while enabling intuitive, reproducible data analysis for users without coding 

expertise. 

1.2.2.2. Low-code application platforms 
Low-code application platforms (LCAPs) have emerged as a promising solution to this 

challenge. These environments enable users to develop applications and automate data 

analysis workflows through graphical interfaces, without requiring advanced programming 

skills. LCAPs have been shown to significantly accelerate development compared to traditional 

coding approaches, contributing to their increasing adoption in biomedical research. Platforms 

such as Galaxy and Konstanz Information Miner (KNIME) are widely used in this context. 

While Galaxy provides a web-based environment, KNIME is a self-contained, open-

source, model-driven LCAP with a broad range of applications, including business data analysis 

research and cheminformatics. KNIME was built around three main principles: i) visually 

interactive data processing and analysis framework, ii) modularity, and iii) easy extensibility. A 

workflow in KNIME is a visually interactive direct acyclic graph with a modular setup built from 

nodes as basic processing units. KNIME facilitates easy extensibility allowing access to external 

data sources using a variety of application programming interfaces (APIs) and nodes that allow 

conventional coding. 

To support collaborative development and address limitations commonly associated 

with open-source software, KNIME provides a community-driven Hub for sharing workflows, 

components, and extensions. Through this platform, users can access and reuse proteomics-

related workflows developed by the OpenMS initiative and the broader KNIME community, 

thereby promoting reproducibility and accelerating method development. However, no 

dedicated workflow currently supports comprehensive filtering and evaluation of DIA-NN main 

reports. 

 

2. AIMS AND OBJECTIVES  

The overarching aim of this thesis was to reduce key technical and analytical barriers 

limiting the adoption of FFPE tissue proteomics, thereby facilitating its broader application in 

clinical and translational research.  
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To achieve this aim, the following objectives were pursued: 

i. To optimize FFPE protein extraction and digestion workflows with an emphasis on 

simplicity, reproducibility, and compatibility with low-input clinical specimens. 

• Evaluate alternative deparaffinization strategies and mass spectrometry-

compatible sample preparation methods. 

• Assess the impact of workflow modifications on protein recovery, proteome 

coverage, and analytical reproducibility. 

• Identify a practical and robust workflow that minimizes sample loss and 

experimental complexity. 

• Apply the optimized protocol to FFPE liver needle biopsy specimens as a proof-of-

concept. 

ii. To develop an accessible data analysis workflow for DIA proteomics. 

• Design DIA-NN EasyFilter (DEF), a user-friendly data processing and quality 

assessment workflow implemented using a low-code/no-code platform. 

• Evaluate its performance using both publicly available and in-house generated DIA 

proteomics datasets across diverse data types. 

 

3. MATERIALS AND METHODS 

3.1. Reagents 

All reagents were purchased from Sigma Aldrich (St. Louis, MI, USA) if not stated otherwise. 

Pierce Trypsin/Lys-C was purchased from ThermoFisher Scientific (San Jose, CA, USA) and MS-

grade trypsin purchased from AB Sciex (Framingham, MA, USA). 

3.2. FFPE Tissue Processing and Protocol Development 

FFPE tissue material used for protocol development consisted of archived patient 

samples obtained from routine diagnostic procedures. Serial FFPE tissue sections (10 μm 

thickness) were mounted onto glass slides and baked at 60 °C for 2 h to improve tissue 

adherence and prevent detachment during processing. Deparaffinization was subsequently 

performed using either projected hot air deparaffinization (PHAD) or a hot water-based 

method (HMQ). For PHAD, paraffin was melted using a conventional hair dryer operated at 
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maximum power for 20 min. Slides were immediately immersed in distilled water for 5 min to 

promote tissue rehydration and solidification of residual paraffin. For the HMQ approach, 1 mL 

of distilled water preheated to 80 °C was applied dropwise onto the tissue sections to facilitate 

paraffin removal. 

Following deparaffinization, the tissue area was delineated using a ruler to ensure 

consistent sampling. Approximately 0.025mm3 of tissue was collected using a sterile scalpel in 

five technical replicates and processed according to the workflows described below. Following 

all workflows, peptides were purified using Pierce™ C18 Tips (Thermo Fisher Scientific), dried, 

and stored at -20 °C until LC-MS/MS analysis. 

3.2.1. Approach 1: Chaotropic-Based in-solution digestion (App 1) 

This protocol was adapted with minor modifications. Heat-induced antigen retrieval 

(HIAR) was performed prior to tissue collection by incubating slides in citrate buffer (95 mM 

trisodium citrate, 21 mM citric acid, pH 6.0) at 75 °C for 60 min. Tissue material was 

subsequently scraped from the slides and resuspended in 75 μL of 8 M urea. Protein 

solubilization was achieved by sonication in a chilled (~1.5 °C) water bath using 15 cycles of 1 

min sonication followed by 30 s pauses. 

Samples were reduced with 10 mM dithiothreitol (DTT) for 30 min at 37 °C and 

alkylated with 15 mM iodoacetamide (IAA) for 20 min at room temperature in the dark. The 

solution was diluted to 4 M urea using 50 mM Tris-HCl (pH 8.0), followed by incubation with 

40 ng Pierce™ Trypsin/Lys-C for 4 h at 37 °C. Prior to overnight digestion, the urea concentration 

was further reduced to 0.8 M and an additional 60 ng trypsin was added. Digestion was 

terminated by acidification with 6% trifluoroacetic acid (TFA) to pH < 3. 

3.2.2. Approach 2: Chaotropic-, Reductant-, and Surfactant-Free in-solution digestion 

(App_2) 

This protocol was adapted from a previously published method. Collected tissue was 

washed with 50 μL of 100% acetonitrile (ACN) and dried using a SpeedVac system (Thermo 

Fisher Scientific). Samples were resuspended in 40 μL of 60 mM triethylammonium 

bicarbonate (TEAB) and incubated at 95 °C for 60 min. Subsequently, 10 μL of 60% ACN in 60 

mM TEAB was added, followed by incubation at 75 °C for an additional 60 min. Pre-digestion 
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was performed using 40 ng Trypsin/Lys-C for 4 h at 37 °C, followed by overnight digestion with 

60 ng trypsin at 37 °C. The reaction was quenched by acidification with 6% TFA to pH < 3. 

3.2.3. Approach 2M: Chaotropic- and Surfactant-Free Buffer with Reduction/Alkylation 

(App_2M) 

This modified workflow incorporated reduction and alkylation steps into the App_2 

protocol. Following incubation at 95 °C in 60 mM TEAB, samples were reduced using 10 μL of 

60% ACN containing 80 mM DTT and incubated at 75 °C for 60 min. Alkylation was then 

performed with 15 mM IAA for 30 min at room temperature in the dark. Subsequent pre-

digestion and overnight digestion steps were performed as described for App_2. The digestions 

were terminated by acidification with 6% TFA to pH < 3. 

3.2.4. Approach 3: On-Surface Surfactant-Based in-solution digestion (App_3) 

This protocol was adapted with minor modifications. Tissue samples were solubilized 

in 100 μL of freshly prepared buffer containing 80 mM HEPES (pH 8.0), 80 mM DTT, and 4% 

SDS. Samples underwent two rounds of sonication in a chilled (~1.5 °C) water bath, each 

consisting of 15 cycles of 1 min sonication and 30 s pauses, followed by incubation at 99 °C for 

1 h. Following centrifugation (15 min, 13,000 × g, room temperature), the supernatant was 

collected and alkylated with IAA to a final concentration of 15 mM for 30 min in the dark. 

Proteins were precipitated by adding four volumes of ice-cold acetone and incubating samples 

overnight at -20 °C. Samples were then centrifuged (40 min, 16,000 × g, 4 °C), and the resulting 

pellets were washed twice with 80% ice-cold acetone. 

Protein pellets were resuspended in 25 μL digestion buffer containing 1.5 M urea and 

100 mM HEPES (pH 8.0) using brief sonication (3 cycles). Trypsin/Lys-C digestion (1:30, w/w) 

was performed for 4 h at 37 °C with shaking (600 rpm), followed by dilution to 0.75 M urea and 

overnight trypsin digestion (1:20, w/w). Digestion was terminated by acidification with TFA to 

pH < 3. 

3.2.5. Approach 4: On-Surface Surfactant-Based digestion (App 4) 

This method was adapted with minor modifications from a previously reported 

workflow. HIAR was performed as described for App_1. Reduction was carried out directly on 

the tissue surface using 3 μL droplets containing 20% glycerol, 0.1% SDS, and 5 mM DTT, 
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followed by incubation for 40 min at 37 °C. Alkylation was subsequently performed using 3 μL 

droplets containing 10 mM IAA in 25 mM ammonium bicarbonate (ABC) for 20 min at room 

temperature in the dark. Pre-digestion was conducted in two cycles using 3 μL droplets 

containing 20% glycerol and 40 ng Trypsin/Lys-C in 50 mM ABC for 40 min at 37 °C in a 

humidified chamber. Final digestion was performed in three cycles using 200 ng trypsin under 

identical conditions. Peptides were extracted by repeated pipetting (5×) with 3 μL of 10% acetic 

acid and collected into LoBind tubes. 

3.3 Samples used for mass spectrometry analyses 

3.3.1 Examination of needle biopsy samples obtained from patients with liver disease 

This cohort included patients with histologically normal liver tissue (n = 3), fibrosis (n = 

3), or hepatic steatosis (n = 3), aged between 32 and 72 years, with an approximately balanced 

female-to-male ratio. Needle biopsy specimens were fixed in 4% paraformaldehyde at 4 °C for 

6 h and sequentially dehydrated in 75%, 80%, 90%, 95%, and 100% ethanol. FFPE blocks were 

sectioned at 10 μm thickness using an HM34E rotary microtome (Epredia Hungary, Budapest, 

Hungary) according to standard histological procedures and mounted onto Superfrost™ glass 

slides. These steps were performed at the Pathology Department of the University of 

Debrecen. The study was approved by the Scientific and Research Ethics Committee of the 

Scientific Council of Health of the Hungarian Government (approval number: IV/8465-

3/2021/EKU). 

3.3.2 Examination of proteins involved in adipocyte differentiation  

This case study involved analysis of three biological replicates from three experimental 

groups: pre-adipocytes (PA), differentiated white adipocytes (WA), and white adipocytes 

differentiated in the presence of palmitate (WP) to mimic high-fat conditions. All cells were 

derived from subcutaneous adipose tissue obtained from an infant diagnosed with Simpson-

Golabi-Behmel syndrome (SGBS). Differentiation was induced for 7 days using a standard 

adipogenic differentiation medium. WP cells were additionally treated with 100 μM sodium 

palmitate during differentiation. Following cell harvesting, samples were lysed in 1% SDS and 

protein concentrations were determined using the Pierce™ BCA Protein Assay Kit (Thermo 
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Fisher Scientific). A total of 110 μg protein per sample was digested using micro S-Trap™ 

columns (ProtiFi, Fairport, NY, USA). 

3.4. Chromatographic and Mass Spectrometric Conditions 

The chromatographic and mass spectrometric conditions used throughout this study 

are presented for FFPE needle biopsy protocol development, followed by the liver disease 

sample set and adipose differentiation samples. 

Digested peptides from FFPE needle biopsy protocol development samples were 

reconstituted in 10 μL of 1% formic acid (FA) and analyzed using single-shot DIA LC-MS/MS. 

Chromatographic separation was performed using an EASY-nLC 1200 system coupled to an 

Orbitrap Fusion mass spectrometer (Thermo Fisher Scientific, San Jose, CA, USA). A total of 5 

μL sample was injected onto a nanoACQUITY™ trap column (180 μm × 20 mm, 5 μm particle 

size, Symmetry C18; Waters, Milford, MA, USA) at a constant flow rate of 1 μL/min using solvent 

A. Peptide separation was subsequently achieved on an ACQUITY UPLC™ M-Class Peptide BEH 

C18 analytical column (75 μm × 150 mm, 1.7 μm particle size; Waters) operated at a flow rate 

of 300 nL/min. Peptides were eluted using a multistep gradient consisting of 0-2% solvent B 

over 2 min, followed by an increase to 25% solvent B over 52 min and to 38% solvent B over 

an additional 11 min. Solvent B was then increased to 90% over 4 min and maintained for 3 

min before re-equilibration to 2% solvent B over 1 min and a final 2 min hold period. Mass 

spectrometric analysis was performed using a Nanospray Flex™ nanoelectrospray ion source 

(Thermo Fisher Scientific) operated in positive ion mode at 2.3 kV, with the ion-transfer tube 

maintained at 275 °C. MS1 spectra were acquired in the Orbitrap analyzer at 120,000 

resolution across an m/z range of 350-1200. DIA fragmentation was performed using fixed 12 

m/z isolation windows with 55 scan events and higher-energy collisional dissociation (HCD) at 

30% normalized collision energy. MS2 spectra were acquired in the Orbitrap analyzer at 30,000 

resolution over an m/z range of 145-1450, using an automatic gain control (AGC) target of 2.0 

× 10e5 and a maximum injection time of 60 ms.  

LC-MS/MS analysis for the liver disease sample set was performed using a Waters 

ACQUITY UPLC M-Class system (Waters, Milford, MA, USA) coupled to an Orbitrap Exploris™ 

240 mass spectrometer (Thermo Fisher Scientific, San Jose, CA, USA). A total of 2 μL sample 
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was injected onto a Symmetry® C18 trap column (180 μm × 20 mm, 5 μm particle size, 100 Å 

pore size; Waters) at a flow rate of 7 μL/min using solvent A. Peptide separation was performed 

on an ACQUITY UPLC® M-Class Peptide BEH C18 analytical column (75 μm × 250 mm, 1.7 μm 

particle size, 130 Å pore size; Waters) operated at 200 nL/min. The chromatographic gradient 

consisted of 3-8% solvent B over 1 min, followed by an increase to 32% solvent B over 81 min 

and subsequently to 40% solvent B over 3 min. Solvent B was then increased to 90% over 1 

min and maintained for 2 min prior to re-equilibration to 3% solvent B over 1 min, followed by 

a 15 min equilibration period. The nanoelectrospray ion source was operated at 1.8 kV in 

positive ion mode with an ion-transfer tube temperature of 280 °C. MS1 spectra were acquired 

at 30,000 resolution across an m/z range of 380-985. DIA fragmentation was performed using 

fixed 10 m/z isolation windows with 60 scan events and HCD fragmentation at 28% normalized 

collision energy. MS2 spectra were acquired in the Orbitrap analyzer at 11,250 resolution using 

an AGC target of 2.0 × 10e6 and a maximum injection time of 40 ms. DIA scan ranges were 

automatically assigned by the instrument software. 

LC-MS/MS analysis for adipose differentiation sample set was performed using an EASY-

nLC 1200 system (Thermo Fisher Scientific, San Jose, CA, USA). Peptide samples were 

reconstituted in 10 μL of 1% FA, and 5 μL was injected onto an ACQUITY UPLC M-Class 

Symmetry C18 trap column (180 μm × 20 mm, 5 μm particle size, 100 Å pore size; Waters 

Corporation, Milford, MA, USA) at a constant flow rate of 1 μL/min. Analytical separation was 

achieved using a Biozen XB-C18 column (150 × 0.075 mm, 2.6 μm particle size; Phenomenex, 

Torrance, CA, USA) operated at a flow rate of 700 nL/min. Peptides were eluted over 50 min 

using a segmented gradient consisting of 5-6% solvent B over 3 min, followed by sequential 

increases to 9%, 14%, 19%, 24%, 30%, and 51% solvent B over 2, 6, 6, 6, 7, and 11 min, 

respectively. Solvent B was subsequently increased to 99% over 0.5 min and maintained for 2 

min before re-equilibration to 1% solvent B over 0.5 min and a final 6 min hold period. Mass 

spectrometric analysis was performed using a Nanospray Flex™ nanoelectrospray ion source 

(Thermo Fisher Scientific) operated in positive ion mode at 2.3 kV, with the ion-transfer tube 

maintained at 275 °C. MS1 spectra were acquired in the Orbitrap analyzer at 120,000 

resolution across an m/z range of 350-1200. DIA fragmentation was performed using fixed 12 
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m/z isolation windows with 55 scan events and higher-energy collisional dissociation (HCD) at 

30% normalized collision energy. MS2 spectra were acquired in the Orbitrap analyzer at 30,000 

resolution over an m/z range of 145-1450, using an automatic gain control (AGC) target of 2.0 

× 10e5 and a maximum injection time of 60 ms. 

3.5. DEF workflow development 

The DEF workflow was developed using the open-source KNIME Analytics Platform 

5.4.3 (www.knime.com). Installation and usage instructions are provided in the DEF user guide 

available through the DIA-NN EasyFilters GitHub repository 

(https://github.com/MabuseM/DIA-NN_EasyFilters/blob/main/DEF_User_guide.pdf). All 

required extensions were installed directly within KNIME, and no external libraries beyond 

those available in the platform were used. The workflow accepts DIA-NN output files, including 

PARQUET or TSV reports, pg.matrix files, and optional extracted ion chromatogram (XIC) 

reports. Data import was performed using PARQUET and File Reader nodes, after which 

downstream analyses were organized into modular sub-workflows, including “XICs filter,” 

“Library choice filter,” “Task selector,” and “Quantity filter.” These modules were designed to 

be user-configurable through graphical dialog interfaces without requiring detailed knowledge 

of node structure or data flow. 

Within the “XICs filter” module, fragment ion features corresponding to b- and y-ions 

were extracted from DIA-NN XIC outputs and concatenated into unique feature sets. Only 

peptides supported by at least four consecutive fragment ions were retained and used for 

filtering the main DIA-NN report. 

The “Library choice filter” incorporated curated contaminant databases compiled from 

MaxQuant, cRAP, and Hao-Group  contaminant datasets. Contaminant entries and Biognosys 

iRT peptides were flagged and excluded from downstream protein group (PG) identification. 

Users were additionally able to upload custom contaminant FASTA files. 

Protein inference was implemented within the “Task selector” module using either a 

two-unique-peptide rule or a proteotypic peptide-based strategy. Under the two-peptide rule, 

duplicate protein entries were removed and only proteins supported by more than one unique 

peptide sequence were retained. In the proteotypic approach, non-proteotypic peptides were 

http://www.knime.com/
https://github.com/MabuseM/DIA-NN_EasyFilters/blob/main/DEF_User_guide.pdf
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filtered analogously, whereas proteins supported by at least one proteotypic peptide were 

retained. 

Quality thresholds were applied at both the run and library levels using PG.Q.Value ≤ 

0.05 and Lib.PG.Q.Value and Lib.Q.Value ≤ 0.01. PG.MaxLFQ values not meeting these 

thresholds were replaced with an arbitrary value of “50” to indicate identified but non-

quantified proteins. Quantitative information was derived directly from the DIA-NN output 

using the quantification algorithms implemented in the corresponding DIA-NN version, 

including MaxLFQ and QuantUMS. 

Visualization modules were implemented as KNIME composite components to 

summarize qualitative and quantitative results. These included bar plots displaying the number 

of identified PGs, peptide summary tables reporting retained and excluded peptides following 

XIC filtering, stacked bar plots summarizing run-level quantification performance, and binary 

parallel coordinate plots representing protein identification patterns across runs. In addition, 

pie charts were generated to visualize the abundance distribution of all identified PGs, 

including contaminants. 

Group-level visualization was implemented within an interactive component 

supporting comparisons across two to five experimental groups. User-defined parameters 

included missing value thresholds and relative standard deviation (RSD) cut-offs. Finally, all 

output tables were reformatted to ensure compatibility with downstream statistical analysis in 

MetaboAnalyst. 

3.5.1. Benchmark Dataset Case Studies 

Three publicly available benchmark datasets were used to evaluate analytical 

performance. These included: (i) the HEK cell dataset (PXD029738), containing triplicate LC-

MS/MS measurements of 100 ng peptide loads derived from Human Embryonic Kidney cells; 

(ii) the mouse–yeast spike-in dataset (PXD034709), comprising five technical replicates from 

six samples containing varying proportions (5–40%) of mouse membrane proteins spiked into 

a yeast protein background; and (iii) the HYE124 tri-species dataset (PXD002952), consisting of 

human, Escherichia coli, and yeast protein digests.  
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3.6. Data Analysis 

Different data analysis strategies were applied in case of each sample set to meet the 

specific criteria and needs required for the sample sets. 

3.6.1. Data analysis of the FFPE liver needle biopsy sample set 

Raw DIA files were processed using DIA-NN version 2.2 in library-free search mode. As 

DIA-NN supports endogenous peptide-based retention time alignment, indexed retention time 

(iRT) peptides were not added to the samples. Protein identification was performed against a 

reviewed human protein FASTA database (20,420 entries) downloaded from UniProtKB on 

2025-07-26. In silico spectral libraries were generated using the “FASTA digest” and “Deep-

learning spectra” options. Search parameters included Trypsin/P specificity with a maximum 

of two missed cleavages and up to three variable modifications per peptide. Protein N-terminal 

methionine excision was enabled. Carbamidomethylation of cysteine residues was specified as 

a fixed modification for all workflows except App_2, whereas methionine oxidation and protein 

N-terminal acetylation were included as variable modifications in all cases. XIC output 

generation was enabled, and all remaining DIA-NN parameters were maintained at default 

settings. DIA-NN PARQUET output files, together with the corresponding XIC and 

report.pg_matrix files, were imported into the DEF workflow. Quantification settings were 

retained at default parameters, and the HaoGroup contaminant library was applied. Protein 

quantification was based on DIA-NN PG.MaxLFQ intensities. To improve identification and 

quantification reliability, proteins were required to be supported by at least two peptides, 

thereby excluding single-peptide identifications. Peptides were retained only when supported 

by a minimum of four consecutive b- or y-fragment ions. Furthermore, proteins were required 

to be identified in at least two out of three biological replicates. 

Statistical analyses were performed using GraphPad Prism version 8.0.1 (GraphPad 

Software, San Diego, CA, USA). Group comparisons were conducted using unpaired t-tests with 

Welch’s correction, and p-values < 0.05 were considered statistically significant. Principal 

component analysis (PCA) and protein identification overlap calculations were performed in 

Python version 3.12.7 using the sklearn.decomposition and pandas libraries, respectively. Venn 

diagrams were generated using the IntersectMe web application. Group-level comparisons 
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were defined within the DEF “Group-Visuals” module, enabling direct comparison between 

control, fibrosis, and hepatic steatosis groups. A maximum of one missing value per replicate 

was permitted. Exported datasets were subsequently analyzed using MetaboAnalyst version 5. 

Because low-input FFPE biopsy samples inherently contain missing quantitative values, 

missing data were imputed using a left-censored approach in which values were replaced with 

one-fifth of the minimum positive intensity value. Prior to statistical testing, data were filtered 

using a low-variance filter, median-normalized, and log10-transformed. Differential abundance 

analysis was performed using unpaired two-tailed t-tests with Benjamini-Krieger false 

discovery rate (FDR) correction (1%). Proteins with q-values < 0.01 and absolute log2 fold 

changes > 1 were considered differentially abundant proteins (DAPs). 

3.6.2 Data analysis of the adipose tissue differentiation sample set 

Raw files were processed as a single batch using DIA-NN version 2.2.0 in library-free 

search mode. Resulting PARQUET outputs, together with the corresponding XIC and 

report.pg_matrix files, were imported into the DEF workflow. Quantification settings were 

maintained at default values, and the HaoGroup contaminant library was applied because it 

contains an expanded set of experimentally observed contaminants while excluding 

unassigned UniProt entries and human protein standards unique to MaxQuant and cRAP 

contaminant databases. 

Group-level comparisons were defined within the DEF “Group_Visuals” component to enable 

direct comparisons between WA vs PA, WP vs PA, and WP vs WA conditions. A maximum of 

one missing value per replicate was permitted, and resulting datasets were exported using the 

“MetaboAnalyst Ready” module. Statistical analyses were subsequently performed using 

MetaboAnalyst version 6.0. Data were filtered using the low-variance filter, and missing values 

were imputed using a left-censored approach by replacing missing entries with one-fifth of the 

minimum positive intensity value. Data were then median-normalized and log10-transformed. 

Differential abundance analysis was performed using two-sample t-tests. Proteins with 

adjusted p-values < 0.05 and fold changes greater than 1.5 or lower than -1.5 were considered 

significantly altered. PCA and volcano plots were generated within MetaboAnalyst, with 

selected non-significant proteins omitted from volcano plots to improve visualization clarity. 
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3.6.3 Data analysis of the benchmark datasets 

3.6.3.1. Data analysis of the HEK Benchmark Dataset 

Raw files were analyzed using DIA-NN version 2.2 against either the authors’ provided 

human FASTA database, a DDA-derived spectral library, or a gas-phase fractionation (GPF)-

generated spectral library produced from GPF-DIA runs searched against the FASTA database. 

Batch .csv files were used to determine the number of identified proteins per replicate. 

Quantitative reproducibility between technical replicates was assessed using median 

coefficients of variation (CVs) calculated from PG.MaxLFQ intensities. 

3.6.3.2. Data analysis of the Mouse-Yeast Spike-In Benchmark Dataset  

Original DIA datasets were analyzed using either a universal spectral library generated 

from DDA data processed with FragPipe or a library-free workflow based on in silico spectral 

library generation. Downloaded DIA-NN (version 1.8.1) TSV outputs were processed using the 

DEF workflow. Proteins were annotated as mouse- or yeast-specific using UniProt annotations, 

after which mouse-specific proteins were extracted for downstream evaluation. Proteins 

containing more than two missing values among five technical replicates were excluded from 

quantitative analyses. 

3.6.3.3. Data analysis of the HYE124 Tri-Species Benchmark Dataset 

AB Sciex dynamic-link library (.dll) files generated using MSConvert were copied into 

the DIA-NN installation directory to enable direct import of WIFF files. WIFF datasets 

corresponding to TripleTOF 5600 and TripleTOF 6600 instruments were processed as 

independent batches and searched against a combined three-species spectral library. Proteins 

quantified in at least two out of three replicates per sample were retained for downstream 

analysis. Protein identification performance and quantitative reproducibility, expressed as CV 

values, were compared across instrument platforms and SWATH acquisition modes. 

3.4. Functional analysis 

DAPs from the liver disease sample set were further analyzed using Ingenuity Pathway 

Analysis (IPA) (QIAGEN Inc., Redwood City, CA, USA) to identify enriched canonical pathways, 

biological processes, interaction networks, upstream regulators, and predicted downstream 

effects. Pathway enrichment significance was evaluated using right-tailed Fisher’s exact tests, 
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whereas predicted activation or inhibition states were inferred from IPA z-scores under default 

parameters. 

In case of adipose differentiation sample set, the Protein-protein interaction (PPI) 

networks and enrichment analyses for biological processes, molecular functions, and KEGG 

pathways were generated using STRING database v12.0. Protein interactions were predicted 

using all available evidence channels, applying a high-confidence interaction score threshold 

of 0.7. 

 

4. RESULTS  

This chapter describes the results generated to address the two central objectives of 

this thesis. First, the development of an accessible workflow for the analysis of DIA proteomics 

data, evaluated across a range of benchmark and biological datasets. Second, FFPE protein 

extraction and digestion workflows were systematically optimized with the aim of improving 

simplicity, reproducibility, and suitability for low-input clinical specimens.  

4.1. DIA-NN Easy Filter (DEF) Workflow Development  

DEF workflow paths are separated into functional container termed components: there 

are mandatory input components, mandatory yet once-off functions such as “saving location” 

definer, components for optional and visualization functions. 

4.1.1. Evaluation of DEF workflow using external, published datasets 

To evaluate the performance of the DEF workflow on different spectral library 

strategies, a benchmark DIA proteomics dataset was re-analyzed using DEF. Processing of the 

dataset resulted in the identification of more than 4200 protein groups (PGs), consistent with 

the values reported in the original publication. 

For quantitative assessment, only PGs identified across all three technical replicates 

without missing values were retained. Quantification reproducibility was subsequently 

evaluated using the distribution and median coefficients of variation (CVs) derived from 

PG.MaxLFQ values. Although the absolute number of reported proteins differed slightly 

because of differences in filtering strategies, the overall trends observed using DEF were 

comparable to those described in the original study. 
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Among the evaluated library generation strategies, DDA-based libraries resulted in 

slightly fewer protein identifications relative to FASTA- and GPF-based libraries. Nevertheless, 

all approaches demonstrated highly similar quantitative reproducibility, with median CV values 

of 6.62%, 6.93%, and 6.86% for GPF-, FASTA-, and DDA-based analyses, respectively. 

In order to assess the compatibility of DEF with DIA-NN version 1.8.1 TSV outputs and 

to evaluate workflow performance across different instrument platforms and library 

generation strategies a mouse-yeast spike in benchmark dataset was used. The dataset 

consisted of five technical replicates analyzed on Thermo Q Exactive HF and Bruker timsTOF 

Pro instruments using both universal spectral libraries and in silico-generated libraries. Protein 

group identifications generated by DEF using the proteotypic peptide inference strategy were 

comparable to those reported using the razor peptide-based inference approach in the original 

publication. Similar numbers of mouse-specific protein groups were identified across both 

mass spectrometry platforms and library generation methods. 

Mouse-specific PGs containing fewer than two missing values among five replicates 

were retained for downstream quantification analyses. Quantitative reproducibility metrics 

generated by DEF closely matched those reported in the original publication. Median CV values 

ranged from 4.35% to 10.28%, compared with previously reported values ranging from 4.43% 

to 11.84%. 

For a cross-platform and acquisition mode DEF performance evaluation, a HYE124 tri-

species benchmark dataset was used. The dataset included acquisitions generated using 

TripleTOF 5600 and TripleTOF 6600 instruments with both 32 fixed-window and 64 variable-

window SWATH acquisition methods. DEF analysis produced slightly higher numbers of protein 

identifications compared with those reported in the original benchmark publication. 

Instrument platform exerted a pronounced effect on proteome coverage, with substantially 

higher protein identifications observed for TripleTOF 6600 datasets relative to TripleTOF 5600 

acquisitions. These observations were consistent with the trends reported in the original 

publication, where transition from 32-fixed to 64-variable SWATH windows increased protein 

identifications by approximately 9-37%, while use of the TripleTOF 6600 system resulted in 14-

102% higher protein identifications relative to TripleTOF 5600 datasets. 
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4.1.2. Evaluation of DEF workflow using dataset produced in our laboratory 

In this data examination we wanted to apply the DEF workflow to analyze proteomic 

changes associated with adipocyte differentiation and palmitate treatment. In this case the 

data were generated in our laboratory, and the comparisons were performed between 

preadipocytes (PA), differentiated white adipocytes (WA), and palmitate-treated white 

adipocytes (WP).  

Application of the two-peptide inference criterion reduced the number of identified 

PGs relative to proteotypic peptide-based inference; however, more than 300 PGs per replicate 

remained confidently identified under the two-peptide rule, while proteotypic peptide filtering 

retained more than 500 PGs. 

The workflow also generated several interactive visualization modules to support 

qualitative and quantitative data assessment. To assess quantification consistency across 

samples, DEF generated binary parallel coordinate plots in which detected PGs were assigned 

a value of 1 and missing values a value of 0. Additional parallel coordinate plots based on min-

max-scaled quantitative intensities enabled visualization of relative abundance trends 

independent of absolute signal intensity. The workflow also enabled visualization and export 

of summarized protein abundance tables across all runs.  

For downstream statistical analyses, DEF outputs were processed in MetaboAnalyst. 

Low-variance protein groups were filtered based on interquartile range (IQR) thresholds, 

followed by median normalization and log10 transformation of protein intensities. Principal 

component analysis (PCA) demonstrated separation between experimental conditions. 

Differential abundance analysis identified proteins exhibiting statistically significant 

abundance changes between sample groups using a log2 fold-change threshold of 1.5 and 

Benjamini-Hochberg FDR-adjusted q-values < 0.05. Volcano plots were generated to visualize 

the magnitude and statistical significance of these protein abundance changes across 

experimental comparisons. 

Functional characterization of differentially abundant proteins was subsequently 

performed using enrichment analyses for Biological Process, Molecular Function, and KEGG 

pathways. 
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4.1.3. Examination of FFPE samples 

Optimization experiments were conducted in three sequential stages. Initially, four 

FFPE sample preparation workflows (App_1-App_4) were evaluated using a limited tissue area 

(~0.025 mm³) to assess protein extraction and digestion efficiency. Based on the initial 

screening results, the two best-performing approaches (App_2 and App_3) were selected for 

further qualitative and quantitative comparison. Based on the results App_2 was further 

optimized and in the final step, the modified form of App_2, the App_2M was used in a case 

study to examine biological differences characteristic to different forms of liver disease. 

4.2. Xylene-Free FFPE Sample Preparation for Proteomics Analysis 

To establish a simplified, safer, and cost-effective FFPE proteomics workflow, two 

xylene-free deparaffinization strategies were evaluated, including hot water-mediated 

deparaffinization and PHAD. Four non-commercial FFPE processing workflows (App_1-App_4), 

representing different approaches for reversing formalin-induced protein crosslinking, were 

subsequently assessed using low-input tissue material (~0.025 mm³). 

The evaluated protocols incorporated distinct extraction and digestion chemistries, 

including heat-induced antigen retrieval (HIAR) in citrate buffer, triethylammonium 

bicarbonate (TEAB)-based extraction, and SDS-containing surfactant buffers. Comparative 

analysis demonstrated that App_2 and App_3 yielded the highest numbers of identified 

peptides and protein groups (PGs). Besides the number of identified protein groups, the 

digestion efficiency was also examined. Both App_1 and App_4 achieved comparable digestion 

efficiencies exceeding 90%, with App_4 showing a marginal improvement over App_1. A 

qualitative analysis was performed and the shared proteins between the conditions were 

evaluated. The data show that a small portion of proteins were shared in case of all technical 

replicates. This highlights poor reproducibility in approach 1 and approach 4. These data 

indicate that App_2 and App_3 have the highest performance globally, this is why they were 

selected for further optimization. 
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4.2.1. Method Refinement and Comparative Evaluation 

To further compare App_2 and App_3, three randomly selected tissue regions from two 

consecutive needle biopsy sections were processed using each workflow, generating three 

technical replicates per condition. Proteomics data were filtered to allow peptide and protein 

lists evaluation. App_2 resulted in substantially higher protein group identifications compared 

with App_3, with mean values of 939 and 492 PGs, respectively. In both workflows, a large 

proportion of proteins was consistently detected across all technical replicates, whereas a 

smaller subset of proteins was identified only in individual samples. 

Missed cleavage analysis demonstrated that more than 88% of peptides identified in 

both workflows contained no missed cleavages. However, App_3 exhibited an approximately 

6% higher proportion of fully cleaved peptides compared with App_2. Consistent with this 

observation, App_3 generated a greater proportion of shorter peptides within the 7-12 amino 

acid range. Subcellular localization analysis revealed highly similar distributions of identified 

proteins between the two workflows, with no apparent enrichment bias toward specific 

cellular compartments. Likewise, quantitative intensity distributions across protein abundance 

percentiles were highly comparable between App_2 and App_3. Among proteins quantified by 

both workflows, App_2 yielded approximately 1.5-fold higher abundances on average, and 

more than 50% of shared proteins differed by greater than twofold. Together, these findings 

suggest that while both approaches capture similar overall proteomic landscapes, they vary 

substantially in protein extraction and/or recovery efficiency. Furthermore, analysis of post-

translationally modified peptides showed no statistically significant differences between the 

two workflows. 

Because App_2 provided substantially higher protein group identifications while 

requiring fewer processing steps and reduced workflow complexity, this approach was selected 

for further optimization. Based on the improved cleavage efficiency observed with App_3, 

reduction and alkylation steps were incorporated into App_2 to generate the modified 

App_2M workflow. 

Application of App_2M resulted in a modest increase in identified protein groups and 

peptides relative to the original App_2 protocol. Mean protein group counts increased from 
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1108 to 1202 for PHAD-based deparaffinization and from 1066 to 1149 for HMQ-based 

deparaffinization. Similar trends were observed for peptide identifications. However, these 

differences did not reach statistical significance.  

Although the dependence of PG identification on sequence counts is comparable 

across methods, App_2M showed an enrichment of protein groups supported by multiple 

unique peptides, particularly for proteins identified by 6-20 unique peptides. This change was 

significant particularly for HMQ-based deparaffinization, indicating improved peptide coverage 

per protein group. Our results show that modifying App_2 produced a protocol that delivers 

strong performance with fewer steps than the other approaches, resulting in App_2M that 

ultimately outperforms all previous protocols. 

4.3. Examination of needle biopsy samples from patients with liver disease 

The optimized App_2M workflow was subsequently applied to FFPE liver needle biopsy 

samples obtained from patients with hepatic steatosis and liver fibrosis, together with matched 

control samples. Approximately 0.03-0.05 mm³ tissue material was analyzed per sample using 

three biological replicates for each condition. The total number of identified proteins and 

peptides is summarized. Variability in protein group identifications between control and 

disease samples was observed across the dataset.  

Prior to downstream statistical analyses, one sample from each experimental group 

was excluded because of poor data quality. These samples exhibited markedly reduced peptide 

and protein identifications together with disproportionately high contributions of hemoglobin 

and keratin signals, exceeding 50% of total abundance. Correspondingly, these samples 

appeared as clear outliers in PCA and hierarchical clustering analyses. 

Clustered heat map visualization of normalized protein abundances demonstrated 

condition-dependent segregation between experimental groups. Hierarchical clustering 

identified five major protein abundance clusters with distinct expression patterns across the 

analyzed conditions. 

Differential abundance analysis identified multiple proteins exhibiting statistically 

significant changes between groups. Using thresholds of absolute log2 fold change ≥ 1.5 and 

Benjamini-Hochberg FDR-adjusted q-values < 0.05, hepatic steatosis samples displayed 147 
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proteins with increased abundance and 11 proteins with decreased abundance relative to 

controls. In fibrosis samples compared with controls, 23 proteins were increased whereas 151 

proteins were decreased in abundance. Direct comparison between hepatic steatosis and 

fibrosis identified 13 proteins with increased abundance and 11 proteins with decreased 

abundance. 

Differentially abundant proteins (DAPs) were subsequently analyzed using Ingenuity 

Pathway Analysis (IPA). Regulator-effector network analyses were performed separately for 

hepatic steatosis versus control and fibrosis versus control comparisons. Predicted upstream 

regulators, downstream biological functions, and associated causal relationships were inferred 

using the Ingenuity Knowledge Base.  

 

5. DISCUSSION  

The primary aim of this thesis was to overcome major technical and analytical 

challenges that hinder the widespread implementation of FFPE tissue proteomics, thereby 

supporting its broader use in clinical and translational research. To achieve this, two 

complementary strategies were pursued in parallel: the optimization of a data analysis 

workflow and the development of an improved sample preparation protocol for FFPE needle 

biopsy specimens. 

The DEF workflow was developed to provide an accessible and user-friendly platform 

for DIA proteomics data post-processing and quality assessment. To improve usability and 

workflow organization, functionally related processing steps were grouped into modular 

KNIME components with integrated selection dialogs, thereby minimizing the need for 

programming expertise. 

One of the key features implemented in DEF was extracted ion chromatogram (XIC)-

based peptide quality filtering. When enabled, fragment ion series corresponding to b- and y-

ions were concatenated for each peptide, after which an integrated Python script evaluated 

the presence of at least four consecutive fragment ions as an inclusion criterion for 

downstream analysis [92]. Although DIA-NN supports XIC visualization through DIA-NN Viewer 

and Skyline integration, practical application of these tools often requires additional software 
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installation and manual import of peptide search results. DEF therefore provides a more 

streamlined approach for automated XIC-based filtering directly within the workflow 

environment. Contaminant management was implemented through a dedicated sub-workflow 

incorporating multiple commonly used contaminant databases, including MaxQuant, cRAP, 

and Hao Group contaminant lists. Because contaminant profiles vary substantially between 

laboratories and experimental workflows, users were given flexibility to apply individual or 

combined contaminant lists depending on their analytical requirements. Inclusion of updated 

contaminant resources is particularly important because several commonly used contaminant 

databases may contain obsolete entries or proteins that are not universally considered 

contaminants. 

The workflow was additionally designed to maintain compatibility with recent DIA-NN 

quantification algorithms, including QuantUMS implemented in DIA-NN version 2.2. By default, 

DEF applies quantity-based quality thresholds to “Quantity” and “PG.MaxLFQ quality” metrics 

preserving lower-confidence PG quantities (PG.MaxLFQ) as ‘50’ values rather than removing 

them entirely. This strategy enables users to perform additional downstream filtering 

according to experiment-specific requirements. 

Evaluation of DEF across multiple benchmark datasets demonstrated broad 

compatibility with different mass spectrometry platforms, acquisition schemes, and DIA-NN 

output formats. Across all benchmark studies, DEF generated quantitative outputs comparable 

to those reported in the original publications. Slight improvements in quantitative 

reproducibility likely reflect methodological advances incorporated into recent DIA-NN 

versions, as DIA-NN has consistently demonstrated improved identification and quantification 

performance relative to several alternative DIA analysis platforms, including Spectronaut, 

OpenSWATH, Skyline, and DIA-Umpire. Importantly, DEF enabled rapid post-processing of large 

DIA datasets, with a 35-sample batch processed in less than 14 minutes. These findings 

demonstrate that DEF provides efficient and reproducible DIA data filtering and quality 

assessment while remaining accessible to users with limited computational experience. 

The application of the DEF workflow to study the adipocyte differentiation further 

demonstrated the utility of DEF for biological interpretation and interactive quality assessment 
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of DIA proteomics datasets. The implemented “Quantity Visuals” component enabled 

visualization of protein abundance distributions prior to contaminant filtering, including high-

abundance contaminants that may influence quantitative performance. Visualization of 

contaminant contribution is particularly relevant in mass spectrometry-based proteomics 

because highly abundant contaminant proteins can suppress detection of low-abundance 

peptides. Differential abundance analysis identified substantial proteomic remodeling during 

adipocyte differentiation. Comparisons between white adipocytes and pre-adipocytes 

revealed numerous proteins exhibiting altered abundance under both the two-peptide and 

proteotypic peptide inference strategies. Similar trends were observed following palmitate 

treatment, but only a limited number of proteins differed significantly between palmitate-

treated and untreated adipocytes. Among these, cytochrome c oxidase subunit 2 (MT-CO2) 

displayed reduced abundance following palmitate exposure, whereas serotransferrin (TF) and 

ribosomal protein L10 (RPL10) exhibited increased abundance under the two-peptide 

inference strategy. These proteins are associated with mitochondrial oxidative 

phosphorylation, iron transport, and translational activity, respectively, suggesting potential 

alterations in mitochondrial metabolism, cellular stress responses, and protein synthesis 

during fatty acid exposure. 

Functional enrichment analyses demonstrated that adipocyte differentiation was 

accompanied by extensive cytoskeletal and structural remodeling. Biological processes 

associated with actin cytoskeleton organization, supramolecular fiber organization, apoptotic 

regulation, and energy metabolism were enriched across both differentiation comparisons. 

Correspondingly, molecular function analyses identified enrichment of actin-binding and 

cytoskeleton-associated proteins. These findings indicate that differentiation from precursor 

cells to mature adipocytes involves coordinated structural reorganization together with 

increased metabolic activity and oxidoreductase function. Because only a small number of 

proteins differed significantly between palmitate-treated and untreated adipocytes, pathway 

enrichment analyses for this comparison were limited. KEGG pathway enrichment analyses 

additionally demonstrated enrichment of carbon metabolism and broader metabolic pathways 

across differentiated adipocyte conditions, suggesting redirection of carbon flux toward 
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anabolic and lipogenic processes required for triglyceride synthesis and energy storage. 

Because only a small number of proteins differed significantly between palmitate-treated and 

untreated adipocytes, pathway enrichment analyses for this comparison were limited. The 

reduced abundance of cytochrome c oxidase subunit 2, together with increased serotransferrin 

and ribosomal protein L10, suggests that differentiation in the presence of palmitate induces 

mitochondrial dysfunction while preserving biosynthetic capacity. The decreased 

mitochondrial respiratory component is consistent with impaired oxidative phosphorylation 

during lipotoxic stress, whereas the increased abundance of ribosomal machinery indicates 

continued protein synthesis required for cellular adaptation. Our data on palmitate-treated 

adipocytes may reflect extracellular matrix remodeling and stress-associated signaling 

responses induced by fatty acid exposure and provide further evidence of the protein profile 

changes related to adipocyte differentiation supplying new information on the effect of 

palmitate, a damage associated molecular pattern, on the process. 

Besides the bulk tissue examinations it is critically important to be able to apply the 

highly performant proteomics techniques to the examination of FFPE samples, especially to 

the needle biopsies. We aimed to establish a simplified, safe, and cost-effective FFPE 

proteomics workflow that minimizes reliance on specialized instrumentation while maintaining 

compatibility with low-input clinical specimens. Although HMQ deparaffinization has 

previously been described in proteomics applications, PHAD has not yet been extensively 

explored in this context. Therefore, both xylene-free deparaffinization strategies were 

evaluated together with multiple extraction and digestion workflows to maximize proteome 

coverage from limited FFPE tissue material representative of needle biopsy specimens. 

To improve proteome coverage and maintain methodological consistency across 

workflows, all digestion protocols incorporated a dual-protease strategy using Trypsin/Lys-C. 

Previous studies have demonstrated that sequential digestion with Lys-C and trypsin improves 

proteolytic efficiency and peptide recovery in complex proteomic samples. 

Although App_3 exhibited improved cleavage efficiency relative to App_2, several 

factors likely contributed to this observation. The extensive reduction and homogenization 

conditions employed in App_3, including sonication in HEPES buffer containing DTT and SDS, 
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may have enhanced protein unfolding and protease accessibility. This interpretation is 

supported by the increased proportion of shorter peptides and the reduced frequency of 

missed cleavages observed with App_3. 

Detergent- and chaotrope-containing extraction buffers are known to influence trypsin 

activity. Inadequate removal of these reagents may impair enzymatic digestion, resulting in 

incomplete cleavage and oversampling of abundant peptide variants. Conversely, surfactant-

assisted extraction combined with appropriate cleanup procedures has been shown to improve 

digestion efficiency and peptide recovery. The improved cleavage characteristics observed for 

App_3 are consistent with these previous findings. Despite the enhanced digestion efficiency 

associated with App_3, the workflow generated substantially fewer peptide and protein 

identifications. This reduction may partially reflect peptide loss during acetone precipitation 

and cleanup procedures. Consequently, while App_3 demonstrated favorable proteolytic 

characteristics, its increased complexity and sample handling requirements may compromise 

overall peptide recovery, particularly in low-input workflows. These findings suggest that 

further optimization of surfactant-based extraction protocols may still improve performance. 

In contrast, App_2 provided higher protein group identifications while requiring fewer 

processing steps and reduced handling complexity, making it more compatible with the 

practical objectives of this study. Incorporation of reduction and alkylation into App_2 resulted 

in the modified App_2M workflow, which demonstrated modest improvements in peptide and 

protein identifications together with slightly increased sequence coverage. 

Evaluation of post-translational modifications (PTMs), including methionine oxidation 

and acetylation, revealed no apparent differences between App_2 and App_3 under the 

present experimental conditions. However, these analyses were performed without dedicated 

PTM enrichment strategies, limiting the depth and sensitivity of PTM characterization. 

Consequently, the suitability of the evaluated workflows for modification-specific proteomics 

applications requires further investigation using targeted enrichment approaches. 

Overall, both App_2 and App_2M demonstrated good reproducibility, consistent 

quantitative performance between technical replicates, and relatively low frequencies of 
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missed cleavages. The use of extended Lys-C predigestion prior to overnight trypsin digestion 

likely contributed to the observed digestion efficiency. 

Using the optimized App_2M workflow, 1100-2500 proteins were identified from low-

input FFPE needle biopsy material. These results are consistent with previously reported 

proteome depths obtained from biopsy-scale or LCM FFPE tissues analyzed using DIA-based 

proteomics workflows, where protein identifications typically range between approximately 

800 and 2000 proteins. Collectively, these findings support the suitability of the optimized 

workflow for low-input FFPE proteomics applications. 

Analysis of the FFPE liver cohort demonstrated the applicability of the optimized 

App_2M workflow to clinically relevant low-input tissue specimens. However, several technical 

limitations characteristic of FFPE proteomics remained evident. Three samples were excluded 

prior to downstream analysis because of poor data quality associated with high keratin and 

hemoglobin contamination levels and reduced peptide identifications. Such variability is 

common in low-input FFPE proteomics workflows and may arise from differences in tissue 

composition, fixation quality, sample handling, and extraction efficiency. 

The comparative analyses between hepatic steatosis, fibrosis, and control tissues 

revealed distinct proteomic alterations associated with disease progression. IPA regulator-

effector network analyses indicated that both hepatic steatosis and fibrosis exhibited activation 

of metabolic and biosynthetic pathways; however, the upstream regulatory architecture 

differed between the two disease states. 

In the hepatic steatosis vs control network, predicted activation of regulators including 

TP63, IL3, AHR, and XBP1 suggested involvement of inflammatory signaling, environmental 

stress sensing, unfolded protein response pathways, and transcriptional regulation of protein 

synthesis. Simultaneously, predicted inhibition of miR-16-5p-related pathways further 

supports the presence of broad transcriptional and post-transcriptional regulatory alterations 

during early disease stages. At the protein level, coordinated abundance changes were 

observed among proteins associated with carbohydrate metabolism, lipid biosynthesis, and 

protein synthesis. Functional predictions additionally suggested activation of pathways related 

to cellular growth, viability, and structural remodeling. Together, these observations indicate 
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that hepatic steatosis is characterized by a metabolically adaptive and biosynthetically active 

phenotype rather than an exclusively lipid-centered state. 

In contrast, the fibrosis vs control network displayed a more focused metabolic profile 

dominated by lipid metabolism and fatty acid-associated pathways. The fibrosis-associated 

regulator–effector network demonstrated stronger association with SCAP/SREBP-mediated 

lipogenic regulation, suggesting progression toward a more transcriptionally coordinated lipid 

metabolic phenotype. 

Direct pathway comparison between fibrosis and hepatic steatosis was limited by the 

relatively small number of differentially abundant proteins identified between these 

conditions. Consequently, several pathways lacked sufficient molecule coverage to enable 

robust activity state prediction in IPA. 

The present findings are broadly consistent with emerging proteomic and 

transcriptomic evidence demonstrating that hepatic steatosis involves extensive metabolic, 

inflammatory, and stress-associated remodeling rather than solely dysregulated lipid 

accumulation. Previous studies have similarly reported activation of unfolded protein response 

pathways, central carbon metabolism, and biosynthetic programs during early disease stages, 

including XBP1-mediated stress signaling. 

Furthermore, inflammatory cytokine signaling and microRNA-associated regulatory 

mechanisms have been implicated in early steatotic progression, supporting the 

heterogeneous upstream regulatory landscape observed in the present study. 

In contrast, fibrosis has been consistently associated with enhanced lipogenic signaling 

and SCAP/SREBP-driven metabolic reprogramming, suggesting transition from a broadly 

adaptive metabolic phenotype toward a more specialized lipid-centered regulatory state. 

Nevertheless, some studies indicate that lipogenic signaling may already be activated during 

steatosis, albeit at lower magnitude. Likewise, the role of AHR signaling appears context-

dependent and may contribute to both adaptive and pathogenic responses. 

These observations support a progressive disease model in which hepatic steatosis 

represents an early stress-adaptive and metabolically flexible state that gradually converges 

toward a more coordinated lipid-centric phenotype during fibrosis progression. 



34 
 

Taken together, this work provides a straightforward, mass spectrometry-compatible 

workflow for FFPE proteomics together with a user-friendly computational platform for DIA 

data analysis, thereby supporting the wider adoption of FFPE-based proteomics in clinical and 

translational research. 

 

6. SUMMARY 

FFPE tissues represent one of the most valuable resources for clinical and translational 

research; however, their broader application in proteomics remains limited by the lack of 

standardized and accessible workflows. This thesis addressed these challenges through the 

optimization of xylene-free FFPE sample preparation methods and in parallel to this, the 

development of a user-friendly computational workflow for DIA-based proteomics data 

analysis. 

Four FFPE extraction and digestion workflows were systematically evaluated. Among 

these, a chaotropic-, reductant-, and surfactant-free in-solution digestion approach (App_2) 

demonstrated the best balance between proteome depth, reproducibility, and workflow 

simplicity. A modified version incorporating reduction and alkylation (App_2M) further 

improved peptide recovery. Importantly, the optimized workflow avoids specialized 

instrumentation and extensive cleanup procedures, supporting its suitability for routine and 

low-input clinical applications. Application of the optimized workflow to FFPE liver needle 

biopsies enabled the identification of plausible proteomic differences associated with hepatic 

steatosis and liver fibrosis. The cohort size was not powered for biological discovery, and the 

observed disease-associated signatures should be interpreted with caution. Although not 

providing definitive insights into the molecular mechanisms underlying steatosis or fibrosis, 

this case study serves as a proof-of-concept demonstration of the workflow's technical 

capability to generate informative proteomic data from limited FFPE biopsy material. 

In parallel, the developed DEF workflow provides a low-code/no-code solution for DIA 

proteomics post-processing. DEF integrates peptide and protein filtering, contaminant 

handling, quantitative assessment, and interactive visualization tools into a modular workflow. 

Benchmarking against multiple public datasets demonstrated identification and quantification 
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performance comparable to previously published results across diverse instruments and 

acquisition strategies. In addition, the proteomic changes associated with adipocyte 

differentiation in the presence of palmitate suggest metabolic reprogramming characterized 

by impaired mitochondrial respiration, maintained protein synthesis, and altered iron 

homeostasis. 

Collectively, this work establishes a simple and mass spectrometry-compatible FFPE 

proteomics workflow together with an accessible computational platform for DIA data analysis, 

thereby contributing to the broader implementation of FFPE-based proteomics in clinical and 

translational research. 

 

7. NEW FINDINGS 

• Development of an optimized, xylene-free protein extraction and digestion protocol 

for FFPE samples;  

• Development of DEF workflow, an accessible DIA-based data analysis workflow for 

comprehensive proteome profiling and data visualization; 

• Proteomics examination of FFPE needle biopsy samples to study liver fibrosis; 

• Generation of new insights into the proteomic changes accompanying the 

molecular effects of palmitic acid administration during adipocyte differentiation. 
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